
MCF value 1 MCF value 2
Interpretation 

(pos/neg) MCF value 1 MCF value 2
Interpretation 

(pos/neg)
177 175 Negative 277 265 Negative
646 Positive 759 Positive

248 376

Serum 82 Neat 517 Positive 598 Positive
1/2 dilution 440 Positive 537 Positive
1/4 dilution 371 Positive 474 Positive

Serum 83 Neat 345 Positive 710 Positive
1/2 dilution 283 Positive 703 Positive
1/4 dilution 239 Weak Positive 672 Positive

Serum 84 Neat 215 Negative 327 Negative
1/2 dilution 188 Negative 301 Negative
1/4 dilution 174 Negative 280 Negative

Your lab controls

B cell XM

Negative Control
Positive Control neat

Positive Cutoff value

1 in 8
 1 in 16

Donor cell #51

Test sera Delta MCF Delta MCF

T cell XM

1 in 2
1 in 4

HALIFAX RESULTS
1ª RODADA - 2018



MCF value 1 MCF value 2
Interpretation 

(pos/neg) MCF value 1 MCF value 2
Interpretation 

(pos/neg)
195 190 Negative 304 294 Negative
692 Positive 795 Positive

265 404

Serum 82 Neat 262 Negative 609 Positive
1/2 dilution 219 Negative 539 Positive
1/4 dilution 202 Negative 504 Positive

Serum 83 Neat 494 Positive 590 Positive
1/2 dilution 418 Positive 526 Positive
1/4 dilution 349 Positive 474 Positive

Serum 84 Neat 467 Positive 536 Positive
1/2 dilution 444 Positive 541 Positive
1/4 dilution 363 Positive 469 Positive

Test sera Delta MCF Delta MCF

Your lab controls

1 in 8
 1 in 16

Positive Cutoff value

1ª RODADA - 2018

1 in 4

Negative Control
Positive Control neat

1 in 2

Donor cell #52
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T cell XM B cell XM


